introduction: The diagnosis of rheumatoid arthritis (RA) is based on a combined approach that includes serological markers such as rheumatoid factor (RF) and anticitrullinated peptide/protein antibodies (ACPA). The goal of this study was to evaluate the clinical performance of several RF and ACPA immunoassays for the diagnosis of RA, as well as the diagnostic value of a combinatory approach with these markers. results: All three ACPA assays showed good discrimination between RA patients and controls and good clinical performance. Overall, CCP3 performed better than CCP2. More pronounced differences were observed between the RF assays. We observed that CIA platforms for both RF IgM and RF IgA showed better performance than the ELISA platforms. Excellent and good total agreements were found between ELISA and CIA for CCP3 (total agreement 95.3%, kappa = 0.90), and between CCP2 and CCP3 ELISA (total agreement 86.6%, kappa = 0.73), respectively. RF IgM CIA and ELISA had a good qualitative agreement (86.5%, kappa = 0.73); RF IgA CIA and ELISA showed a moderate total agreement (78.5%, kappa = 0.53). When combinatory analyses were performed, the likelihood of RA increased with dual positivity and triple positivity and combining different markers resulted in higher odds ratio than the individual markers in all cases.
inTrODUcTiOn Rheumatoid arthritis (RA) is a chronic autoimmune disease that is characterized by pain, inflammation, and joint destruction and affects up to 1.0% of the general population (1, 2) . Early diagnosis and treatment in RA is crucial as it can prevent disease progression and irreversible joint damage (3) (4) (5) . RA diagnosis is based on a combined approach that consists of history acquisition, clinical examination, imaging modalities, and testing of acutephase and serological markers such as rheumatoid factor (RF) and anti-citrullinated peptide/protein antibodies (ACPA) (2) .
Rheumatoid factor IgM, the main isotype identified by RF assays, is found in approximately 70-80% of patients with confirmed RA (6) (7) (8) . In addition, elevated levels of RF IgA and IgG have been reported in patients with RA (9, 10) . Studies suggest that elevated levels of RF IgG are highly specific for RA diagnosis (10, 11) . It has been proposed that the detection of all three RF isotypes improves the specificity and predictive value of RF testing (12) .
A caveat of RF testing is its low specificity and that it can be found in patients with infections and other autoimmune diseases, as well as in a proportion of healthy individuals (13) , with rates between 10 and 25% in elderly patients without RA (14) . Despite this, RF was the only serological marker included in the 1987 American College of Rheumatology (ACR) classification criteria.
In 1998, the presence of autoantibodies specific to citrullinecontaining antigens was reported in RA patients (15) . Clinical studies confirmed that ACPA were more specific than RF for a diagnosis of RA. ACPA have a higher sensitivity than RF in early RA, an improved specificity, and good positive predictive value (16) . Consequently, ACPA were included in the 2010 revised ACR/European League Against Rheumatism (EULAR) criteria for RA. These new classification criteria differentiate between low-and high-positive ACPA and RF levels, with greater weight given to higher autoantibody levels (2) .
Anti-citrullinated peptide/protein antibodies are generally detected using anti-cyclic citrullinated peptide (CCP) antibody assays (17) . The first generation of the CCP test used a peptide derived from the filaggrin protein as the antigen. The second and third generation CCP (CCP2 and CCP3, respectively) are no longer based on the filaggrin-derived native sequences, but on peptides specifically designed and optimized (mimotypes) to detect ACPA. These improvements enhance the immunoreactivity of the citrulline-containing epitope (18) (19) (20) . Serum samples from a subset of RA patients that report negative for the anti-CCP2 assay (second generation) can react to other citrullinated proteins (21) (22) (23) (24) . This suggests that there are additional epitopes that are not present in the second generation CCP antigen sequence. The third generation CCP antigen was developed by testing a large number of RA patients and control subjects on various citrullinated peptides (25, 26) .
Anti-citrullinated peptide/protein antibodies and RF are widely used aids in the diagnosis and classification of RA. The combination of results from these markers might provide further value in the management of RA. Furthermore, it was recently demonstrated that the combined presence of RF IgM and ACPA mediates increased production of pro-inflammatory cytokines in vitro and is associated with elevated systemic inflammation and disease activity in RA (27, 28) .
Nevertheless, many patients are seronegative for ACPA and RF, and there is a need for novel serological biomarkers to help close this serological gap (29) and improvement of early diagnosis, classification of RA subtypes, and patient stratification.
Enzyme-linked immunosorbent assay (ELISA) and beadbased chemiluminescent immunoassays (CIAs) are two frequently used tests for the quantification of ACPA and RF. Several differences between these two platforms have been described (30) . One of those differences includes potentially improved sensitivity due to the larger surface binding area of the bead-based assay. Although it is possible that laboratories use both technologies, ELISA and CIA, the majority of laboratories prefer to run all tests on the same platform when possible, due to increased efficiency. Therefore, we decided to focus on the combinations of assays on the same platform.
This study aimed to evaluate the clinical performance of several immunoassays (plate-based ELISA-and bead-based CIA-) for the detection of RF and ACPA as aids in diagnosis of RA, as well as the diagnostic value of an approach based on combinations of outcomes of these serological biomarkers.
MaTerials anD MeThODs

Patients and sera
All patients included in this study originated from the national Swiss registry established in 1997, the Swiss Clinical Quality Management (SCQM), which collects data from patients with inflammatory rheumatic diseases (http://scqm.ch) (31, 32) . The registry longitudinally collects clinical, safety, and radiological data from patients with RA, axial spondyloarthritis (axSpA), and psoriatic arthritis (PsA). The diagnosis is based on the opinion of board-certified rheumatologists. In 2010, a biobank situated at the Department of Genetic and Laboratory Medicine of the University Hospital in Geneva (HUG) was established. This biobank includes serum samples of patients participating in the SCQM registry. Participation with the SCQM registry is on a purely voluntary basis. All patients provided signed informed consent prior to inclusion in the SCQM registry. An additional separate signed informed consent following Institutional and State regulations was collected for the biobank prior to blood acquisition. All biological samples are stored and used anonymously in this study. The study protocol received approval of the local ethics commission of the University Hospital of Geneva (protocol 10-089) and of the SCQM Biobank Scientific Advisory Board. All serological samples available at the time of the study were included in the analysis. The cohort comprised sera collected from 1,655 patients (968 RA and 687 controls). The controls included patients with axSpA (n = 450) and PsA (n = 237). A summary of the patients' characteristics can be found in Table 1 . For the majority of patients in the registry, the classification criteria for the three different diseases were available. For axSpA, the Assessment of Spondyloarthritis International Society criteria were utilized (33) and for PsA the classification criteria for psoriatic arthritis were utilized (34) . The majority of patients classified as negative for the correspondent disease criteria were as a result of missing data required to confirm the criteria. Results with the CCP3 IgG and RF IgM, IgA, and IgG ELISAs were expressed in Units. All tests were performed according to the manufacturers' instructions for the commercially available assays and to research protocols for the RUO assays. Cutoff values recommend in the instruction for use were applied. Preliminary cutoff values for the RF IgM and IgA RUO CIA were established using the 95% CI of the reference limit at ≥95% in a selected cohort of samples (n = 191) including samples from patients suffering from systemic lupus erythematosus (n = 9), vasculitis (n = 5), antiphospholipid syndrome (n = 12), celiac disease (n = 8), infectious diseases (n = 27) including HBV (n = 5), HCV (n = 6), HIV (n = 9), and syphilis (n = 7), apparently healthy individuals (n = 117), and samples with anti-nuclear antibodies (n = 13). A summary of the characteristics of the different assays can be found in Table S1 in Supplementary Material.
statistical evaluation
All statistical analyses were performed by Analyse-it ® for Excel method evaluation software (version 4.81.1; Leeds, UK) and the Python Scipy module. Receiver-operating characteristic (ROC) analyses were carried out to analyze the discrimination between RA patients and controls. The ROC curves were plotted, with the area under the curve (AUC) as an indicator of the diagnostic value. Sensitivities, specificities, and odds ratios (OR) were calculated based on the manufacturer's cutoff for the commercially available assays and on the preliminary cutoffs for the CIA RUO assays, as well as at the 3× upper limit of normal (ULN) for each assay ( Figure 1A ). Sensitivities and OR were also calculated based on the 95% specificity cutoffs. A t-test and Benjamini-Hochberg correction, false discovery rate set at 5%, were run for the individual markers. Likelihood plots were generated to compare the change of OR at the assay cutoff point versus the 3× ULN for the seven assays and also, to note if any optimal cutoffs with higher OR could be observed. Method comparison between platforms for the markers available on ELISA and CIA was performed. Combinations of markers were created at the manufacturer's cut-offs and at 3× ULN (Figure 1B) . ORs and the number of patients within each condition were calculated. Differences between likelihood ratios for the combinations of markers were calculated using BDTcomparator as described previously (35, 36) . For these differences, p-values <0.05 were considered significant.
To further investigate the model based on the RF IgM and CCP3 combination, scatter plots were created for the results of these two markers on each platform (Figure 2A for ELISA and Figure 2C for CIA). The plots were sectioned into nine groups using the manufacturer's cutoffs or the preliminary cutoffs for the RUO assay and the 3× ULN. The OR was calculated in each section. In addition, based on clinical significance, several combinations of sections were created for both platforms, assuming three intervals of patients: patients with a low likelihood of RA (interval I), Table 2 .
For RF, more pronounced differences between assays were observed. The AUC derived from ROC analysis ranged from 0.61 (RF IgG ELISA) to 0.82 (RF IgM CIA). At the cutoffs provided by the manufacturer for the ELISAs and at the preliminary cutoffs established for the CIAs, the sensitivities ranged from 35.6% (RF IgG ELISA) to 67.1% (RF IgM CIA), and the specificities were between 77.9% (RF IgA ELISA) and 96.9% (RF IgA CIA). The RF IgM CIA was the most sensitive, while the RF IgA CIA was the assay with the highest specificity. The RF IgG ELISA showed the lowest discrimination value (AUC = 0.61), with the lowest sensitivity at the recommended cutoff (35.6%). Differences were also observed between the predictive values of the RF assays, with OR that ranged from 3.3 (95% CI 2.5-4.2) for the RF IgG ELISA to 21.9 (95% CI 13.9-34.3) for RF IgA CIA. Interestingly, the OR for the RF IgA CIA was more than five times higher than the OR for the ELISA of this RF isotype (OR = 4.3, 95% CI 3.4-5.3). Similar results were obtained for both ACPA and RF when analyses were performed only including the patients for which diagnostic criteria was available (data not shown).
When all assays were compared at the same specificity (95%), the sensitivities varied from 27.6% (RF IgG ELISA) to 68.1% (CCP3 IgG CIA). As results greater than 3× ULN carry more clinical weight for the diagnosis and classification of RA as seen in the 2010 ACR/EULAR classification criteria (2), the clinical performance at the 3× ULN was also analyzed. At this threshold, the sensitivities ranged from 16.0% (RF IgG ELISA) to 59.0% (CCP2 ELISA) and the OR varied from 14.7 (95% CI 9.7-22.4, RF IgA ELISA) to 192.5 (95% CI 74.1-500.2, CCP3 IgG CIA).
In the RF IgM and CCP3 IgG negative population based on ELISA (n = 858), the RF IgA ELISA had an 18.5% sensitivity with 76.9% specificity and an OR of 0.8 (95% CI 0.5-1.1) and the RF IgG ELISA reported a 10.6% sensitivity, an 88.0% specificity and OR of 0.9 (95% 0.5-1.4). In the RF IgM and CCP3 IgG seronegative population defined by CIA (n = 835), the RF IgA showed a 5.2% sensitivity with a 98.6% specificity and an OR of 4.0 (95% CI 1.7-9.5).
To investigate if the combination of both ACPA tests with different citrullinated antigens (CCP2 and CCP3) provides better clinical performance, we looked at the performance of the CCP3 assay in the CCP2 negative population and vice versa. In the CCP2 negative population (n = 877), the CCP3 ELISA reported a sensitivity of 7.5%, a 99.2% specificity, and an OR of 9.6 (95% CI 3.7-24.9) and the CCP3 CIA had a 6.4% sensitivity with a 99.5% specificity and OR of 13.6 (95% CI 4.2-43.6). On the other hand, the CCP2 ELISA had a 30.0% sensitivity with an 87.6% specificity in the CCP3 ELISA negative population (n = 1,046) and a 29.9% sensitivity and 87.7% specificity in the CCP3 CIA negative population (n = 1,051), with OR of 3.0 (95% CI 2.2-4.2) and 3.1 (95% CI 2.2-4.2), respectively.
Likelihood plots were generated to compare the OR at the assay cutoff point versus the 3× ULN for the different assays and also, to note if any optimal cutoffs with higher OR could be observed (see Figure S1 in Supplementary Material). The association of single markers with RA on the CIA and ELISA platforms at the cutoffs versus at the 3× ULN was also analyzed ( Figure 1A) . As expected, higher OR were observed at the 3× ULN than at the cutoffs for all markers.
agreement Between Different Methods
An agreement greater than 95% was considered excellent, between 80 and 95% was good and between 50 and 80% was moderate. Excellent qualitative agreement was found between ELISA and CIA for CCP3, with a total agreement of 95.3% (95% CI 94.2-96.3%) and a kappa of 0.90 (95% CI 0.88-0.92). When the CCP2 and CCP3 ELISAs were compared, a good total agreement (86.6%, 95% CI 84.9-88.2%), moderate positive agreement (74.9%, 95% CI 71.8-77.9%), and excellent negative agreement (97.0%, 95% CI 95.7-98.0%) were observed and a kappa of 0.73 (95% CI 0.70-0.76) was found. The RF IgM CIA and ELISA showed a good qualitative agreement, with a total agreement of 86.5% (95% CI 84.8-88.1%), a positive agreement of 87.4% (95% CI 84.7-89.7%), a negative agreement of 85.9% (95% CI 83.5-88.0%), and a kappa of 0.73 (95% CI 0.69-0.76). For the RF IgA assays, although the negative agreement was high (95.4%, 95% CI 93.9-96.5%), the positive agreement was moderate (54.4%, 95% CI 50.6-58.1%) resulting in a moderately high total agreement (78.5%, 95% CI 76.4-80.4%) (kappa = 0.53, 95% CI 0.49-0.57). A summary of these agreement analyses can be found in Table 3 .
combinations of Markers
When combinatory analyses were performed, the likelihood of RA increased with dual and triple positivity. Combining different markers resulted in higher OR than the individual markers in all cases ( Figure 1B) . Nevertheless, 95% CI of the OR overlapped in some cases indicating that the differences may not be clinically significant.
The predictive value of the RF test was increased by the detection of multiple isotypes. Combining ACPA and RF IgM resulted in higher OR than the individual markers. Differences were observed between the combinations that included CCP2 and/or CCP3 ELISA assays. The combination of CCP3 and RF IgM resulted in a higher OR (OR = 187.0, 95% CI 72.0-485.9) than in the combination of CCP2 with RF IgM (OR = 36.7, 95% CI 23.8-56.6). The triple combination of CCP2, RF IgM, and CCP3 IgG on ELISA resulted in a lower OR (OR = 175.0, 95% CI 67. 4-454.8) . Out of all the combinations analyzed, the highest OR was observed for CCP3 IgG, RF IgM, and RF IgA on ELISA (OR = 224.2, 95% CI 61.0-823.4), followed by CCP2, CCP3, RF IgM, and RF IgA on ELISA (OR = 214.7, 95% CI 58.4-789.2). The addition of RF IgG to these combinations resulted in a lower OR (see Figure 1B) .
Receiver-operating characteristic analysis showed that the combination of CCP2 and CCP3 ELISA did not result in better discrimination between RA and controls than with individual CCP assays (AUC 0.79, 95% CI 0.78-0.81). Nevertheless, this combination had a higher specificity (99.1%) with a lower sensitivity (59.6%) and resulted in a higher OR (OR = 167.5, 95% CI 75.7-370.5).
In the model based on the RF IgM and CCP3 combination (Figure 2A for ELISA and Figure 2C for CIA), higher ORs were observed as the antibody levels of CCP3 and RF IgM increased. This is in accordance to the different weights assigned to different antibody levels in the 2010 ACR/EULAR classification criteria (2) .
When the sections within the scatter plots for the RF IgM and CCP3 models were combined, for both platforms, the combination with highest OR and better classification based on number of patients in each group was identified as the following: patients with a low likelihood of having RA were defined as those that were negative for both RF IgM and for anti-CCP3 and those with positive RF IgM but who were negative for anti-CCP3 (groups 1, 4, and 7 = interval I); patients within an area of uncertainty were defined as those who were negative for RF IgM and demonstrated anti-CCP3 levels between the cutoff and the 3× ULN (group 2 = interval II); and finally patients with a very high likelihood of having RA were defined as the remaining patients (groups 3, 5, 6, 8, and 9 = interval III). These combinations were compared with the individual performance of CCP3 below the cutoff (interval I), between the cutoff and the 3× ULN (interval II), and above the 3× ULN (interval III) (Figures 2B,D) . A higher number of patients could be correctly classified with the combinatory models than with the individual CCP3 markers.
DiscUssiOn
Anti-citrullinated peptide/protein antibodies and RF are important serological markers for the diagnosis and classification of RA (2) . RF was the first well-known marker in RA; however, it is known to have low specificity and to be present in various inflammatory diseases (37) , which is consistent with the data in our study. When ELISA and CIA for the detection of RF IgM were compared, a high qualitative agreement was found. The RF IgM CIA showed a better discrimination between RA patients and the controls than the RF IgM ELISA, with a higher sensitivity and very similar specificity. Overall, the RF IgM CIA showed a better performance than the ELISA for the detection of these antibodies. This might be attributed to the technological advantages of the CIA as illustrated in a recent review article (30) .
In addition to RF IgM, raised levels of RF IgG and IgA have been reported in patients with RA (10, 38, 39) . At the preliminary cutoff, the RF IgA CIA showed a much higher specificity (the highest of all RF assays) compared with the ELISA. When the two assays were compared, a high negative agreement but a low positive agreement was found, resulting in a moderate total agreement. This could be due to the differences between the two platforms (30) . While the RF IgA ELISA uses a polyclonal antihuman IgA antibody as conjugate, the CIA uses a monoclonal antibody for detection, which could explain the higher specificity of this platform compared with ELISA. It has been described that the detection of RF IgA in early disease suggests a poor prognosis and justifies more aggressive treatment (10, 38) . However, most samples included in this study were derived from patients with established disease; therefore, the utility of RF IgA in early RA compared with advanced disease is outside the scope of this study. Nevertheless, our results suggest that the detection of RF IgA, when measured by CIA, can help to close the serological gap, due to some RA patients presenting RF IgA in the absence of RF IgM and ACPA.
Regarding RF IgG, the diagnostic value of this isotype in our cohort is not clear. RF IgG has a very low prevalence in RA patients, compared with the other two isotypes. In this study, the RF IgG ELISA showed a moderately high specificity similar to the RF IgM assays, with a very low sensitivity. Although this assay reported a very low sensitivity at the 3× ULN, the OR was moderately high. Since the performance of RF IgG on ELISA is limited, no RF IgG CIA was developed. However, RF IgG might have clinical utility in aspects other than the diagnosis, such as clinical association with vasculitis (11) or prediction for erosive disease and radiographic progression (40) .
It has been suggested that the specificity and predictive value of the RF test is substantially increased by the detection of all three RF isotypes (12) . Although we did not test for total RF, we saw that the dual and triple combinations of the RF isotypes showed higher OR than the individual markers, with the combination of the three isotypes measured by ELISA being the highest, among all the RF combinations analyzed.
Consistent with the results of several clinical studies, we observed that ACPA are more specific diagnostic markers than RF for RA, with the exception of RF IgA CIA in our study that also displayed a very high specificity (higher than CCP2). Significant differences between ACPA assays have been reported (41) and in our study, although the CCP3 CIA and ELISA showed equivalent performance and a high qualitative agreement, differences were observed between the CCP2 and the CCP3 assays, especially in the predictive value, with CCP3 outperforming CCP2.
Anti-citrullinated peptide/protein antibodies significantly improves the diagnosis of RA, especially in the RF negative population. Surprisingly, when analyzed at the 3× ULN, the CCP3 ELISA reported a very similar OR to that obtained at the manufacturers cutoff, as opposed to the CCP2 ELISA and the CCP3 CIA that showed a significant increase in OR at the 3× ULN. Out of all assays tested, the CCP3 CIA showed the highest OR at the assay cutoff as well as at the 3× ULN, confirming that the CCP3 CIA is a reliable test for the fully automated and rapid detection of ACPA, as previously described (20) .
For the classification criteria, RF and ACPA carry the same weight, which is not confirmed by our findings, where great differences are observed in the OR of these two markers. In this context, a recent letter to the editor published by Bossuyt (42, 43) reported that the probability for RA using CCP2 ELISA (EuroDiagnostica) increases from 3.4 to 73.6 (low versus 3× ULN value), which is significantly higher than reflected in the classification criteria (2 versus 3 points). This is somewhat contradictory to our findings where we saw an increase from 16.3 to 45.6 in the CCP2 OR at the cutoff and at the 3× ULN, respectively, and with regards to the CCP3 CIA where the OR increases from 107.5 to 192.5, which corresponds well to the weighting of the classification criteria. By contrast, the CCP3 ELISA did not show a significant increase. Future refinements of the RA classification criteria may attribute a higher relative weight to a high-positive ACPA compared with a low-positive ACPA. Future studies are needed to evaluate whether cutoff points for ACPA assays (especially for the 3× ULN) are aligned between different manufacturers.
Currently, the combination of ACPA with RF by turbidimetry which detects all RF isotypes is the most commonly used approach (44) (45) (46) . In our study, the combination of CCP3 with RF IgM, on both platforms, showed a very high OR, higher than the OR with the individual markers at the cutoffs and equivalent to the CCP3 CIA OR at the 3× ULN. The addition of RF IgA to the CCP3 and RF IgM ELISA combination resulted in a higher OR. By contrast, the addition of RF IgG to this model did not seem to be valuable from a diagnostic perspective. Interestingly, the combination of both ACPA tests with different antigens (CCP2 and CCP3), did not give a better discrimination between RA and controls when compared with the models based on CCP3 only. However, a higher specificity was observed with the CCP2 and CCP3 ELISA combination compared with the individual CCP assays. These results are in agreement with what was recently published by Vos et al. (17) , where the positivity for both CCP2 and CCP3 resulted in the most specific identification of the RA patients. Although the samples were tested for RF IgM in that study, this marker was not analyzed in combination with CCP. In addition, it has been previously reported that ACPA can be found in PsA patients with a prevalence between 5 and 13% (47) (48) (49) and that they are linked to erosive disease (49, 50) . In our cohort, ACPA were detected in 13.1% of PsA patients with anti-CCP2, however, only in 1.3 and 1.7% of patients with the CCP3 IgG ELISA and CIA, respectively. This would suggest a higher specificity of the CCP3 assay compared with CCP2 in this group of patients. No data were available about erosive disease in PsA patients.
Besides the OR, it is also important to assess how many patients can be captured using a single test or a combination of tests. By combining test results, often the specificity and consequently the OR increase substantially. However, this usually in turn reduces the number of patients that can be correctly classified. Although the added value of the CCP3 and RF IgM combination versus the CCP3 individual assays is limited, a higher number of patients could be correctly classified with the combinatory model compared with the individual CCP3 assays, with fewer patients found within the areas on uncertainty (interval II) (Figures 2B,D) . These data suggest a potential diagnostic utility of a combinatory model approach using combinations of biomarkers, especially RF IgM and anti-CCP3.
Even though ACPA have significantly contributed to improve the diagnosis of RA, there is an unquestionable need for novel biomarkers to enhance the early diagnosis of RA, especially in patients currently classified as seronegative, as well as, to define the different RA subclasses and to stratify patients according to different disease phenotypes (29) . Once more diagnostically relevant biomarkers have been established, modern multianalyte techniques for the simultaneous detection of a wide spectrum of markers, may provide additional benefits in diagnosis, classification of RA subtypes, stratification of patients to start early treatment, and potentially lead to prevention. The inclusion of novel RA-associated markers in multiplex assays and prediction models may facilitate the use of profiling in diagnostic routine laboratories.
One limitation of this study was that ACPA and RF are used in the diagnosis of RA in clinical practice. This could have influenced the observed association between these antibodies and the predictive value of RA. This is an inherent problem of any study that investigates the performance of RF and ACPA in the diagnosis of RA. Furthermore, the findings of these studies would have to be validated in independent cohorts that include additional disease controls.
In the context of precision medicine, the combination of biomarkers represents a very promising tool to improve the diagnosis of RA patients (17) and to predict the possible association with disease development (51, 52) and therapeutic response (53) .
cOnclUsiOn Anti-citrullinated peptide/protein antibodies and RF CIA showed good clinical performance in this large cohort. RF IgA performance is very platform dependent, with the CIA demonstrating superior performance compared with the ELISA. Overall, the performance of CCP3 was superior to CCP2, when analyzed individually as well as in combination with RF IgM. CCP2 and CCP3 complement each other and have a better predictive value than the individual assays but did not show a better discrimination between RA and controls. The combination of several of these biomarkers, in particular CCP3 IgG and RF IgM, seems to be useful for the clinical diagnosis of RA patients and to help correctly classify a higher number of patients.
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